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The study of human immunodeficiency virus (HIV) has increased rapidly since it is the etiologic agent associated with acquired immune deficiency syndrome. Numerous methods have been used to detect the virus. One widely used test assays for the reverse transcriptase (RT) of the virion (1, 6) . We have recently reported a sensitive overnight RT assay that exploited the unusual stability of the HIY polymerase, allowing better detection of the virus (4) . Various immunological tests have also been used for the detection of HIV. A sensitive method appears to be the use of specific antibody for the capture of viral antigen and its subsequent detection by enzyme-linked immunosorbent assay (ELISA) (5) . We report here a comparison of these two sensitive tests and our findings that both have similar abilities to detect HIV.
The virus for our studies was prepared by growing an HIV isolate (human T-cell lymphotropic virus type III) (1) in a continuous T-cell line (CEM) and quantitated by counting stained viruslike particles in a Hitachi H-600 electron microscope (4) . The RT assay was done at 37°C for 22 h by combining 50 ,uI of virus sample with 50 ,uI of a concentrated (2x) RT assay buffer (3). The 2x buffer was conveniently made up in a large volume, aliquoted, frozen at -20°C, and thawedjust before use. Per 25 ml (500 assays), it consisted of 2.5 ml of 1 M Tris hydrochloride (pH 7.9), 1.5 ml of 0.2 M dithiothreitol, 0.5 ml of 60 mM reduced glutathione, 1.5 ml of 0.2 M MgCl2, 4.0 ml of 2 M KCl, 2.5 ml of 10 mM ethylene glycol-bis(,B-aminoethylether)-N,N,N',N'-tetraacetic acid, 0.5 ml of 10% Triton X-100, 2.5 ml of 40% ethylene glycol, 2.5 ml of poly(rA dT) template (10 U/ml), 2 (Fig. 3) range. We have shown the enzyme activity to be linearly related to at least a threefold log range of virus (4). Previously, the assay was not useful for testing a large number of samples, since it required the tedious collection of DNA product onto glass fiber filters for detection. This has been overcome by the development of a micromethod assay in microdilution plates and the use of a cell harvester for semiautomated collection of DNA (7). We are now using this micromethod and find, as reported, that it gives results comparable to those of the standard assay method and enables a large number of samples to be easily handled.
The AC ELISA is a recent immunologic test developed for HIV detection. It is a simple assay that is semiautomated since it uses an ELISA detection system and thus can easily test a large number of samples. This assay has the advantage of being able to detect virus antigen in sera and plasma, clinical samples for which an enzyme assay such as RT cannot be used because of interfering proteins or nucleases. The AC ELISA has been able to detect viral antigen directly in the plasma of acquired immune deficiency syndrome patients (2) . This assay does not use a radioactive isotope and is therefore ideal for laboratories not wishing to work with radioactivity. A disadvantage of the assay is that it cannot be readily used to quantitate virus in certain samples. For instance, in individuals that progress to disease, there appear to be increased levels of viral antigen in their plasma that may not reflect actual virus numbers (2) . Also, during in vitro culture, viral replication could stop but viral antigen may persist. Another consideration in the choice of an assay is the cost per test. Since the RT assay materials are readily available and can be easily assembled reproducibly, it represents the lowest cost. The AC ELISA is more difficult to prepare, and care must be taken to ensure consistent results from assay to assay. Most laboratories would probably prefer to purchase it as a prepared standardized test kit. These commercially prepared kits represent a four-to eight- ABBOTT fold higher cost per test. However, this higher cost reflects the convenience of a prepared test with quality control that gives good consistent results. We are using both assays in our laboratory and find they work well. We routinely use the RT assay to screen our culture supernatants for virus, and positive results are then confirmed by the AC ELISA. We then report the culture as positive for HIV when both tests concur. Thus, we believe the usefulness of the two assays lies in their ability to verify each other, giving adequate assurance of the presence of virus or virus antigen and eliminating false-positive results.
